INTRODUCTION

Food temperatures must be checked throughout the food preparation process, and the thermometers used must be accurate. School nutrition employees are responsible for checking the accuracy of thermometers and calibrating them if they are not accurate.

HERE ARE THE FACTS

Thermometers that are not accurate will give misleading information. For example, if you use a thermometer that registers 10 °F higher than the actual temperature, you would cook ground beef to 145 °F rather than 155 °F. That would be inadequate cooking to make sure the ground beef is safe to serve. If the thermometer registers too low, you could easily overcook food.

APPLICATION

It is important for school nutrition employees to know when and how to calibrate bimetallic stemmed and digital (that can be calibrated) thermometers. Follow state or local health department requirements.

When?

Thermometers are sensitive and can lose calibration. It is important to calibrate them:

• Ideally daily, but at least weekly,
• When they are dropped,
• More often if specified by local policy.

How?

There are two methods that can be used to calibrate thermometers.

Ice Water Method

1. Fill a 2-quart measure with ice.
2. Add water to within 1 inch of top of container.
3. Stir mixture well.
4. Let sit for one minute.
5. Place thermometer in container so that the sensing area of stem or probe is completely submerged over the dimple.
6. Keep the thermometer from touching sides or bottom of container.
7. Let thermometer stay in ice water for 30 seconds or until the dial stops moving.
8. Place the calibration tool on the hex adjusting nut and rotate until the dial reads 32 °F, while in ice water.
9. Some digital stemmed thermometers (thermistors) and thermocouples have a reset button that should be pushed.
10. Repeat process with each thermometer.
Calibrating Thermometers cont.

Boiling Water Method

1. Fill a saucepan or stockpot with water.
2. Bring water to a rolling boil.
3. Place thermometer in the container so that the sensing area of the stem or probe is completely submerged over the dimple.
4. Do NOT let the thermometer stem/probe touch sides or bottom of container.
5. Let thermometer stay in the boiling water for 30 seconds or until the dial stops moving.
6. Place the calibration tool on the hex adjusting nut and rotate until the thermometer dial reads 212 °F, while in boiling water.
7. Some digital thermometers (thermistors) and thermocouples have a reset button that should be pushed.
8. Repeat process with each thermometer.

**Note:** The boiling point of water is about 1 °F lower for every 550 feet above sea level. If you are in high altitude areas, the temperature for calibration should be adjusted. For example, if you were at 1100 feet above sea level, the boiling point of water would be 210 °F.

Documenting Calibration

Each time thermometers are calibrated, the process should be documented. The food safety program should include a form for documenting the calibration process of each thermometer.

Remember, follow state or local health department requirements.

References


This project has been funded at least in part with Federal funds from the U.S. Department of Agriculture, Food and Nutrition Service through an agreement with Institute of Child Nutrition at The University of Mississippi. The contents of this publication do not necessarily reflect the views or policies of the U.S. Department of Agriculture, nor does mention of trade names, commercial products, or organizations imply endorsement by the U.S. government.

The University of Mississippi is an EEO/AA/Title VI/Title IX/Section 504/ADA/ADEA Employer.

In accordance with Federal law and U.S. Department of Agriculture policy, this institution is prohibited from discriminating on the basis of race, color, national origin, sex, age, or disability.

To file a complaint of discrimination, write USDA, Director, Office of Civil Rights, Room 326-W, Whitten Building, 1400 Independence Avenue, SW, Washington, DC 20250-9410 or call (202) 720-5964 (voice and TDD). USDA is an equal opportunity provider and employer.

© 2016, Institute of Child Nutrition, The University of Mississippi, School of Applied Sciences

Except as provided below, you may freely use the text and information contained in this document for non-profit or educational use with no cost to the participant for the training providing the following credit is included. These materials may not be incorporated into other websites or textbooks and may not be sold.

**Suggested Reference Citation:**


The photographs and images in this document may be owned by third parties and used by The University of Mississippi under a licensing agreement. The University cannot, therefore, grant permission to use these images.

For more information, please contact helpdesk@theicn.org.